Acinetobacter sp. isolates having multidrug resistance (MDR) patterns have become common in many medical centers worldwide, limiting therapeutic options. A five-center study tested 103 contemporary clinical Acinetobacter spp., including MDR strains, by reference broth microdilution and disk diffusion (15-g disk content) methods against tigecycline. Applying U.S. Food and Drug Administration tigecycline breakpoint criteria for Enterobacteriaceae (susceptibility at <2 g/ml [<1 g/ml by the European Committee on Antimicrobial Susceptibility Testing]; disk diffusion breakpoints at >19 mm and <14 mm) to Acinetobacter spp. led to an unacceptable error rate (23.3%). However, an adjustment of tigecycline disk diffusion breakpoints (susceptible/resistant) to >16/<12 mm reduced intermethod errors to an acceptable level (only 9.7%, all minor).
Acinetobacter sp. isolates have emerged in recent years as among the most problematic pathogens to eradicate using available antimicrobial agents (1, 6, 7, 10, 25) . The occurrences of Acinetobacter sp. infections have escalated in the National Nosocomial Infection Study to levels of 6.9, 2.4, 2.1, and 1.6% as causes of health care-associated pneumonia, bloodstream infections, surgical-site infections, and urinary tract infections, respectively (25) . Similarly, the SENTRY Antimicrobial Surveillance Program lists Acinetobacter spp. as causing 2.3 to 3.0% of health care-associated pneumonia and as the eighth most common organism (4.0%) isolated from intensive-care unit (ICU) patients (12) , a figure comparable to that in a French survey of all hospital infections (1.2%) (7) . Complicating this increased prevalence, multidrug resistance (MDR) among Acinetobacter sp. isolates has risen markedly because of acquired or selected mechanisms of resistance, including antimicrobial inactivation enzymes, efflux pumps, target modifications, and altered porins (7) .
Treatment of Acinetobacter sp. infections has largely been limited to a few broad-spectrum agents, including carbapenems, amikacin, some tetracyclines (doxycycline and minocycline), and the sulbactam component of ampicillin/sulbactam (1, 6, 15, 25, 26) . As resistance to the carbapenems and other alternatives has emerged, the popularity of polymyxin class agents (colistin and polymyxin B) has increased, with documentation of clinical success (14) (15) (16) 26) but not without side effects, usually renal toxicity (27 to 58%) (15) .
The search for therapeutic alternatives has recently focused on a new class of antimicrobial agents, glycylcyclines, represented by tigecycline (a 9-t-butylglycylamide derivative of minocycline) (2, 6, 17; Tygacil package insert [June 2005 ], Wyeth Pharmaceuticals Inc., Philadelphia, PA). Tigecycline has a novel, often bactericidal mode of action characterized by binding to the 30S ribosomal subunit, thus blocking aminoacyltRNA entry into the acceptor site (e.g., inhibiting protein synthesis), an action that overcomes two types of tetracycline resistance (efflux and ribosomal protection) (2, 17, 20) . However, some investigations (17, 19) have reported that tigecycline showed only bacteriostatic activity against bacteremic isolates of Acinetobacter spp. and other species. Nevertheless, tigecycline clearly displays inhibitory activity against Acinetobacter spp. (2, 8, 9, 13, 17, 19, 22, 23) and has been utilized for therapy against MDR strains despite the lack of a U.S. FDAapproved clinical indication and interpretive criteria for in vitro susceptibility testing (5, 5a, 11, 13 (24) and tested for susceptibility by CLSI methods (3-5) using freshly prepared (Ͻ12-h-old) cation-adjusted Mueller-Hinton medium (2, 21) for frozen-form broth microdilution tests (TREK Diagnostics, Cleveland, Ohio). Tigecycline disks were used (15 g; lot no. 5187044; BBL, Sparks, MD) for the disk diffusion procedure (11) . Each institution utilized the current Mueller-Hinton agar lot in use at that facility. The quality control strains (Escherichia coli ATCC 25922 and Pseudomonas aeruginosa ATCC 27853) were concurrently tested on five or more occasions by each participant with tigecycline and control agents (gentamicin, tetracycline, and tobramycin); all results (100.0%) except those for gentamicin (96.2% by MIC tests only) were within the quality control ranges recommended by the CLSI (3-5). The inoculum colony counts for the broth microdilution method averaged 3.8 ϫ 10
5 CFU/ml across all participant sites. This protocol design conformed to the NCCLS M23-A2 document recommendations (18) .
Initial analyses examined tigecycline MIC and zone diameter results for serious discords (susceptible to resistant or vice versa), and tests with discordant results were repeated to assess reproducibility. The two occurrences of severe intermethod discord were resolved on repeat testing, and the entire collection (103 strains) was analyzed using the U.S. FDA tigecycline susceptible breakpoints listed for Enterobacteriaceae (Յ2 g/ml and Ն19 mm) applied to the Acinetobacter spp. (Tygacil package insert [June 2005 ], Wyeth Pharmaceuticals Inc., Philadelphia, PA). Resistance was defined as Ն8 g/ml and Յ14 mm (Table 1) . A scattergram correlating tigecycline MICs and zone diameters around 15-g disks was constructed ( Fig. 1) and analyzed by the error rate-bounding method (18) to max- . Generally, the goal of such calculations should be to minimize false-susceptible (very major) errors for the disk diffusion test at Յ1.5%, as well as intermethod minor and total errors at Յ10.0% (18) . Also, the tigecycline MIC distribution and percentage of Acinetobacter sp. strains inhibited at Յ2 g/ml for the collection were compared to those reported in four distinct surveillance reports (8, 9, 22, 23) . Figure 1 shows the scattergram of tigecycline MIC results versus zone diameters around 15-g disks. The 103 isolates of Acinetobacter spp. demonstrated a favorable linear correlation (r ϭ 0.87) between the results, with three strains having tigecycline MICs at Ն8 g/ml (possible resistance). Using the U.S. FDA Enterobacteriaceae susceptible breakpoint for tigecycline of Յ2 g/ml for this Acinetobacter collection with the correlate zones, an unacceptably high minor-error rate (23.3%) was observed (Tygacil package insert [June 2005], Wyeth Pharmaceuticals Inc., Philadelphia, PA). These errors were dominantly (23/24 occurrences) false-intermediate results by the disk diffusion test for strains with tigecycline MICs of 1 or 2 g/ml. By modifying the susceptible and resistant breakpoint zone diameters to Ն16 and Յ12 mm (Table 2) , respectively, the minorand total error rates were minimized at 9.7%. Our findings, when using the U.S. FDA tigecycline package insert Enterobacteriaceae breakpoints for the disk diffusion method (Tygacil package insert [June 2005 ], Wyeth Pharmaceuticals Inc., Philadelphia, PA), were consistent with the anecdotal reports of high numbers of "tigecycline false-intermediate" Acinetobacter sp. isolates with the Kirby-Bauer method (Wyeth Research, personal communication). Another option, using disk diffusion test breakpoints at Ն17 (susceptible) and Յ13 mm (resistant), resulted in an overall error rate of 11.7% (unacceptable) ( Table 1) . Table 2 shows tigecycline activities tested by reference methods against more than 800 strains of Acinetobacter spp. reported in other studies (8, 9, 19, 22, 23) . The collection used in this study to determine the Acinetobacter sp. tigecycline disk diffusion breakpoints was slightly more tigecycline resistant (2.9%) than those of other published studies (0.0 to 1.6% resistant) ( Table 2 ). The tigecycline MIC 90 results ranged from 2 to 4 g/ml (8, 9, 19, 22, 23) , and the percentage of isolates with a tigecycline MIC at Յ2 g/ml was 86.7 to 96.7%. Generally, Acinetobacter sp. isolates from the respiratory tract or in ICU patients had more elevated MIC results (8, 22) . Compared to these listed surveillance program results, the fivecenter study collection was judged to be representative of current U.S. clinical material/strains. The tigecycline U.S. FDA-approved package insert lists Acinetobacter baumannii among species for which "at least 90% of these microorganisms exhibit in vitro MICs less than or equal to the susceptible breakpoint for tigecycline" (Tygacil package insert [June 2005 ], Wyeth Pharmaceuticals Inc., Philadelphia, PA). These data contrast with those for the strains reported by Kronvall et al. (13) , which had a mean MIC of only 0.16 g/ml compared to 1.4 g/ml for our Acinetobacter sp. collection. When the statistical calculation of the "normalized resistance interpretation" (NRI) was used by these Swedish investigators (13), the NRI was 0.73, rounded to 1 g/ml (European Committee on Antimicrobial Susceptibility Testing [EUCAST] Enterobacteriaceae breakpoint at Յ1 g/ml). This NRI method used to define the so-called "wild-type" population appeared to be suboptimal for breakpoint determinations in our collection, since one mode of a bimodal distribution of tigecycline MICs occurred at 2 g/ml (Fig. 1) , and rounding of our mean MIC (1.4 g/ml) favored the previously selected U.S. FDA breakpoint criteria for the Enterobacteriaceae (Յ2 g/ml) (Tygacil package insert [June 2005 ], Wyeth Pharmaceuticals Inc., Philadelphia, PA). The bimodality of tigecycline MICs among A. baumannii has been confirmed elsewhere (15a) .
Like its parent compound (minocycline), tigecycline exhibits potent activity against Acinetobacter spp. comparable to that shown against the indicated species of Enterobacteriaceae (2, 8, 9, 13, 22, 23) . Therefore, the suggested MIC susceptibility breakpoint (Յ2 g/ml) for these two gram-negative bacillary groups (Acinetobacter spp. and Enterobacteriaceae) should be consistent, as well as conforming, where possible, to the product package insert (Tygacil package insert [June 2005 ], Wyeth Pharmaceuticals Inc., Philadelphia, PA). A modest change in the tigecycline 15-g disk diffusion breakpoints (Table 1) of only 3 mm improved the tigecycline intermethod agreement and predictive accuracy to acceptable levels (18) . Those laboratories asked to provide tigecycline in vitro susceptibility testing for Acinetobacter sp. isolates should attempt to comply by using a validated quantitative MIC method (broth microdilution or Etest [AB BIODISK, Solna, Sweden]), but when the disk diffusion test must be employed, these proposed interpre- c Categories were defined using the U.S. FDA tigecycline package insert criteria for Enterobacteriaceae (Յ2 g/ml, susceptible) (Tygacil package insert ͓June 2005͔, Wyeth Pharmaceuticals Inc., Philadelphia, PA); resistance was defined as a tigecycline MIC at Ն8 g/ml.
tive modifications should be considered to maximize correlations and accuracy with the reference MIC method. We encourage the continued study of glycylcycline treatment alone or in combination (1) against MDR Acinetobacter sp. infections to assist in clarifying these breakpoint criteria in adequate numbers of patients and to further investigate the intermethod agreement of tigecycline in vitro tests for the Enterobacteriaceae, with ultimate action by the CLSI and other breakpoint organizations (harmonization with EUCAST). Those investigations, when available, should be presented to the U.S. FDA and CLSI for possible adjustments of breakpoint criteria (Tygacil package insert [June 2005 ], Wyeth Pharmaceuticals Inc., Philadelphia, PA).
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